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3.3.5 False Echoes – Dumping the false echoes downloads all the false echoes that have 

been mapped in false echoes mapping.  This will reveal the strength of each false 

echo in each distance.  The file is saved under a separate dumping folder named 

with the tag name, date and time.  

 

There is an option to download more than one of the above by marking the desired 

signal to download. In this case, all files will be saved in the same folder (named 
with the tag name, date and time). 

 

To upload a certain signal (either channels, grades or false echoes), press the Load 

from file and choose the file from the relevant folder.    

 

To close the analyzing window, press the close button.  An example of the output of 

all three signals is shown in the figure below.  

 

 

Figure 39 

3.3.6 Watch Log File (Ctrl+W) - Loading a log file (text file) into graphs.  Showing 4 

graphs of distance, volume, SNR and temperature in a time line (Figure 40).  

Choose the log file from the Log folder (named with the date and time when first 

running the software). 
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Figure 40 

3.4 Help  

About – displays the software version and support details (Figure 41). 

 

 

Figure 41 

 


